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Determmsution  of  Contact  Angles  and  Surface  Tensions 
with  the  Quartz  Crystal  Microbalance 

Zuxuan  Lin  and  Michael  D.  Ward* 

Department  of  Chemical  Engineering  and  Materials  Science,  University  of  Minnesota,  421 

Washington  Ave  SE,  Minneapolis,  MN  55455 

Abstract 

A  method  based  on  the  quartz  crystal  microbalance  (QCM)  for  measuring  the  sessile 
contact  angles  and  surface  energies  of  liquid-air  and  liquid-liquid  interfaces  is  described.  The 
method  involves  measurement  of  the  frequency  change  accompanying  the  introduction  of  a 
small  liquid  droplet  to  the  center  of  a  vibrating  quartz  resonator,  which  comprises  an  AT-cut 
quartz  crystal  sandwiched  between  two  gold  electrodes.  If  the  density  and  viscosity  of  the 
liquid  are  known,  the  contact  angle  between  the  droplet  and  the  gold  substrate  surface  can  be 
determined  directly.  QCM  measurements  of  contact  angles  formed  between  aqueous 
droplets  and  gold  surfaces  modified  with  various  organosulfur  monolayers  having  different 
surface  energies  agree  with  sessile  contact  angles  determined  by  optical  goniometry. 
Furthermore,  the  QCM  method  can  be  used  to  measure  the  contact  angle  formed  between  an 
aqueous  droplet  and  the  QCM  surface  when  both  are  submerged  under  an  immiscible  solvent 
such  as  hexadecane.  In  this  case  the  frequency  change  relies  on  the  differences  in  the 
densities  and  viscosities  of  the  water  droplet  and  the  fluid  displaced  by  the  droplet  at  the 
surface.  The  dependence  of  the  contact  angle  on  the  concentration  of  surfactant  in  the 
aqueous  droplet  provides  for  determination  of  the  critical  micelle  concentration  (CMC)  for 
aqueous  phases  in  contact  with  air  or  an  immiscible  organic  fluid.  These  measurements  can 
be  performed  under  conditions  where  contact  angles  cannot  be  measured  readily,  such  as  in 
the  presence  of  opaque  media  or  in  the  case  of  two  liquids  having  similar  refractive  indices. 
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Introduction 

The  quartz  crystal  microbalance  (QCM)  comprises  a  thin  AT-cut  quartz  crystal 
sandwiched  between  two  gold  electrodes  that  provide  an  alternating  electric  field,  which 
induces  a  shear  vibration  of  the  quartz  crystal  with  resonant  frequencies  in  the  MHz  region.^ 
The  ease  of  measuring  this  resonant  frequency  with  high  precision  has  made  the  QCM  an 
extremely  useful  tool  for  measuring  minute  changes  in  mass  associated  with  the  deposition  or 
loss  of  a  foreign  material  from  the  QCM  electrode  surface.^  The  basis  for  these 
measurements  is  the  transverse  propagation  of  an  acoustic  shear  wave,  generated  by  the 
alternating  electric  field,  through  the  quartz  crystal  and  the  foreign  material  on  the  QCM 
surface.  If  the  foreign  material  is  assumed  to  be  rigidly  elastic,  the  series  resonant  frequency 
provides  a  direct  measurement  of  mass  changes  on  the  surface  of  the  QCM  according  to  eq. 
(1),3  where  Af  is  the  measured  frequency  shift,  fo  the  initial  (resonant)  frequency  of  the 

quartz  crystal.  Am  the  mass  change,  A  the  piezoelectrically  active  area  defined  by  two  gold 
excitation  electrodes,  Pq  the  density  of  quartz  (2.648  g  cm'^)  and  |iq  the  shear  modulus 
(2.947  X  10^  1  dynes  cm’^  for  AT-cut  quartz). 


_  -  2  fp^Am 

aV  Pqltq 


(1) 


Numerous  investigations  in  the  last  decade  have  illustrated  the  capabilities  of  the 
QCM  for  measuring  mass  changes  occurring  at  one  of  the  (^CM  electrodes  while  that  surface 
is  immersed  in  a  liquid.^  However,  the  resonant  frequency  is  also  influenced  by  the  viscosity 
and  density  of  the  fluid  in  contact  with  the  QCM  surface  because  the  surface  of  the  quartz 
resonator  is  at  an  antinode  of  the  shear  wave  generated  by  crystal  vibration.  This  enables 
propagation  of  the  shear  wave,  with  displacement  in  the  direction  of  crystal  shear  motion, 
into  the  solution  along  a  direction  normal  to  the  (^CM  surface.  The  amplitude  of  the  shear 
wave  in  a  Newtonian  liquid  is  described  by  an  exponentially  damped  cosine  function. 


2 


decaying  to  1/e  of  its  original  amplitude  at  a  decay  length  5.  The  value  of  6  is  determined  by 
the  resonant  frequency,  and  the  viscosity  and  density  of  the  liquid,  according  to  eq.  (2), 
where  T|l  is  the  liquid  viscosity,  and  pL  is  the  liquid  density  (8  *  2500  A  for  a  5  MHz  shear 
wave  in  water).  ^  Consequently,  the  frequency  shift  exhibited  by  the  QCM  upon  immersion 
in  liquid  depends  upon  these  quantities  according  to  eq.  (3).  This  frequency  change 
corresponds  to  an  "effective"  mass  of  a  liquid  layer  contained  within  the  decay  length  5.  In 
fact,  eq.  (3)  can  be  obtained  from  eq.  (1)  if  it  is  assumed  that  Am/A  =  PlS/2,  that  is,  by 
assuming  that  the  liquid  layer  thickness  sensed  by  the  QCM  is  5/2. 


5=  (niy;rfoPL)l/2  (2) 


Recently,  we  demonstrated  that  the  ability  of  the  QCM  to  detect  fluids  in  contact  with 
its  surface  could  be  exploited  to  measure  the  rates  at  which  thin  liquid  films  spread  on  solid 
substrates.^  Spreading  rates  were  calculated  from  the  frequency  changes  accompanying  the 
introduction  of  a  small  aqueous  droplet  to  the  center  of  the  quartz  resonator  and  its 
subsequent  radial  spreading  across  the  gold  electrode.  These  determinations  relied  on 
calibration  of  the  radially  dependent  sensitivity,  S(r),  of  the  QCM  with  respect  to  the  distance 
from  the  center  of  the  resonator,  which  for  rigid  films  has  a  Gaussian-like  profile.”^ 

This  is  a  consequence  of  the  non-uniform  velocity,  Vx(r,6),  of  the  crystal  in  the  shear  (x) 
direction,  which  results  from  the  finite  electrode  size.  The  radial  sensitivity  profile  for  the 
Newtonian  aqueous  fluid  was  determined  by  measuring  the  frequency  change  resulting  from 
the  introduction  of  small  water  droplets  of  known  volumes  (whose  heights  exceeded  the 
decay  length  5)  to  the  center  of  the  (^CM  gold  electrode,  which  had  been  modified  with  an 
organosulfur  monolayer  so  that  the  droplet  formed  a  reproducible  and  well-defined  sessile 
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contact  angle.  This  procedure  revealed  radial  sensitivity  profiles  which  were  essentially 
identical  to  those  reported  for  rigid  films.  Consequently,  the  frequency  change  associated 
with  the  area  of  a  liquid  droplet  in  contact  with  the  resonator  can  be  described  according  to 
eq  4,  where  S  is  the  differential  sensitivity  (df/dm),  and  in( r,  6)  represents  the  radial  and 
angular  mass  distribution.  In  the  case  of  a  Newtonian  fluid,  m(r,d)  is  described  by  the 
effective  mass  contained  within  the  decay  length  5. 

Af  =  Iq  ”  Jq‘  r,  d)m(  r,  0Jrdrd0  (4) 

We  describe  herein  a  QCM  method  for  determining  sessile  contact  angles  of  liquid 
droplets  on  solid  surfaces  and  their  corresponding  surface  tensions  which  relies  on  the 
converse  of  the  aforementioned  calibration  procedure.  That  is,  these  quantities  are  deduced 
from  changes  in  the  resonant  frequency  that  accompany  the  introduction  of  a  liquid  droplet  to 
the  QCM  surface.  Contact  angles  on  solid  surfaces,  which  provide  a  convenient  measure  of 
surface  wettability  and  energy,^2,i3  typically  are  measured  directly  using  optical  goniometry 
if  the  interface  can  be  observed  directly.  However,  direct  observation  may  not  be  possible 
under  some  conditions,  for  example,  if  the  surface  and  the  contacting  drop  are  submerged 
beneath  a  second  liquid  which  is  opaque  or  if  the  refractive  indices  of  the  two  liquids  are 
similar  so  that  the  liquid-liquid  interface  cannot  be  discerned.  The  QCM  method  enables 
convenient  measurement  of  sessile  contact  angles  of  aqueous  fluids  on  solid  surfaces  in  air  or 
under  organic  liquids.  This  approach  also  enables  determination  of  the  surface  tension  of 
liquid-liquid  interfaces  and  the  critical  micelle  concentration  of  surfactants  under  a  variety  of 
conditions. 

Experimental  Section 

Apparatus.  The  experimental  apparatus  consisted  of  a  specially  constructed  liquid  cell 
that  accommodated  5-MHz  AT-cut  plano-plano  quartz  crystals  (Valpey-Fisher,  Hopkinton, 
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MA)  (Figure  1),  similar  to  that  previously  described.  The  quartz  crystal  was  mounted 
between  two  9-mm  0-rings  confined  by  standard  18/9  glass  O-ring  fittings  and  held  with  a 
metal  clamp.  The  upper  chamber  was  fabricated  from  a  glass  O-ring  fitting  and  a  thick  wall 
capillary  with  a  bore  size  of  2  mm  diameter,  through  which  was  inserted  a  syringe  (model  no. 
S-1 1(X)  micrometer  syringe,  Gilmont  Instrument,  Barrington,  IL)  for  introduction  of  liquid  to 
the  QCM  surface.  The  liquid  droplet  volume  employed  in  this  study  was  typically  2.0  ±  0.2 
|iL.  The  thick  wall  capillary  also  provided  a  solid  surface  at  a  fixed  distance  from  the  (^CM 
surface  so  that  contributions  from  longitudinal  standing  waves  were  minimized.!^  This 
configuration  resulted  in  a  CJCM  stability  better  than  ±  1  Hz  for  periods  of  several  hours. 
Gold  electrodes  (=  2(XX)  A  thick)  were  deposited  on  titanium  underlayers  (=  200  A  thick)  on 
both  sides  of  the  crystals  by  electron  beam  evaporation.  The  electrode  patterns  were 
arranged  so  that  the  gold  leads  on  opposite  sides  running  from  the  outer  edges  of  the  crystal 
to  the  center  circular  pad  do  not  overlap.  An  asymmetric  electrode  format  was  used  in  which 
the  upper  electrode  onto  which  the  solution  was  added  had  a  larger  radius  (re.upper  =  0-6  cm, 
A  =  1.13  cm2)  than  the  lower  electrode  (rg, lower  =  0-45  cm,  A  =  0.64  cm2),  xhe  resonant 
frequency  of  the  quartz  crystal  was  measured  by  inserting  the  quartz  crystal  into  a  feedback 
loop  of  a  broad-band  radio  frequency  amplifier  in  a  conventional  oscillator  circuit.  The 
circuit  was  driven  by  a  Hewlett  Packard  6234A  dual-output  power  supply  (Hewlett-Packard 
Corp.,  San  Diego,  CA),  and  frequency  measurements  were  performed  with  a  Hewlett  Packard 
5384A  frequency  counter,  with  a  precision  of  0. 1  Hz  at  a  gate  time  of  0. 1  s.  Contact  angle 
measurements  were  also  performed  with  an  NRL  Contact  Angle  Goniometer  (Rame-Hart 
Inc.,  Mountain  Lakes,  NJ),  using  2  |xL  liquid  drops  for  each  measurement. 

[Figure  1] 

Materials,  n-hexadecane  (Sigma)  and  sodium  dodecyl  sulfate  (Aldrich)  were  used  as 
obtained  without  further  purification.  Milli-Q  reagent  water  (18  MQ)  (Millipore  Corp., 


5 


Bedford,  WA)  was  used  for  the  preparation  of  all  aqueous  solutions.  Organosulfur 
monolayers  on  the  gold  electrodes  of  the  resonators  were  prepared  by  immersing  the 
resonators  in  1  mM  ethanol  solution  of  the  alkanethiols,  which  included  HS(CH2)i5CH3, 
HS(CH2)i60H,  or  mixtures  of  both.  The  crystals  were  rinsed  with  ethanol  three  times  and 
dried  with  nitrogen  gas  prior  to  measurements. 

Procedure.  Determination  of  the  QCM  parameter  C,  defined  in  Results  and  Discussion, 
was  accomplished  by  the  continual  addition  of  controlled  amounts  of  water  to  the  center  of 
the  resonator  while  measuring  the  resonant  frequency.  The  surface  of  the  resonator  was 
modified  with  organosulfur  monolayers  to  provide  well-defined  contact  angles  between  the 
surface  and  the  sessile  water  droplets  occupied  an  area  proportional  to  their  contact  angle  and 
volume.  This  procedure  was  performed  for  droplets  having  r«re  (see  Results  and 
Discussion).  Contact  angle  measurements  in  air  were  performed  by  placing  a  liquid  drop  on 
the  center  of  the  upper  QCM  surface  while  measuring  Af.  Contact  angle  measurements  in 
liquids  were  performed  by  immersing  the  upper  side  of  the  CJCM  in  fluid  1,  followed  by 
placing  a  small  droplet  of  fluid  2  on  the  center  of  the  QCM  while  measuring  Af.  After  each 
measurement,  the  QCM  cell  was  disassembled  and  the  quartz  crystal  rinsed  with  water,  or 
with  pentane  if  the  crystal  had  been  immersed  in  hexadecane.  The  crystals  were  dried  by 
nitrogen  prior  to  next  measurement.  The  contact  angles  were  determined  from  the  measured 
Af  using  the  Newton-Raphson  method  applied  to  eqs.  (17)  or  (18),  depending  upon  the 
experimental  conditions.  The  program  is  available  upon  request. 

Results  and  Discussions 

Principles.  Liquid  films  in  contact  with  the  QCM  do  not  behave  as  rigid  layers  due  to  the 
Newtonian  properties  of  the  liquid.  Rather,  the  acoustic  high-frequency  shear  wave 
propagates  across  an  antinode  at  the  crystal-liquid  interface,  propagating  further  through  the 
liquid  with  a  decay  length  which  is  dependent  upon  the  liquid  viscosity  and  density.  The 
velocity  and  amplitude  of  crystal  vibration  along  the  shear  direction,  taken  as  the  x-axis,  is 


6 


largest  in  the  center  of  the  electroded  region  of  the  resonator  and  decays  monotonically  to 
negligible  values  at  the  electrode  edges.  The  radial  dependence  of  crystal  motion  has  been 
described  for  a  circular  resonator  geometry  by  Bessel  and  modified  Bessel  functions.^.i^ 
However,  we  recently  demonstrated  for  Newtonian  liquids  that  the  angularly  dependent 
radial  sensitivity  S(r,d)cdn.  be  described  adequately  by  a  Gaussian  function  (eq.  5),  where  K 
represents  the  maximum  sensitivity  at  the  center  of  the  resonator  (r  =  0),  P  is  a  constant  that 
defines  the  steepness  of  the  sensitivity  dependence  on  r,  and  rg  is  the  QCM  electrode  radius.^ 
The  general  characteristics  of  S(r,d),  including  the  value  of  P,  measured  for  Newtonian 
aqueous  liquids  were  very  similar  to  those  reported  previously  for  rigidly  elastic  layers.7.8  It 
should  be  noted  that  in  this  form  S(r,d),  actually  represents  an  angle-averaged  quantity  in 
which  the  angular  dependence  is  subsumed  by  the  constant  p.  Therefore,  the  angular 
dependence  does  not  appear  on  the  right  hand  side  of  eq.  (5).  This  relationship  indicates  that 
the  resonant  frequency  will  be  dependent  upon  the  radius  of  a  liquid  film  centered  on  the 
surface  of  the  QCM. 

S(r,  8)  =  S(r)e  =  K  exp(-P  W)  (5) 

Consider  a  liquid  film  completely  covering  the  QCM  surface  (r  >  re)  with  a  thickness 
much  larger  than  the  decay  length  5  (5  =  2500A  in  water  for  a  5  MHz  shear  wave).  The 
frequency  response  of  the  QCM  to  this  liquid  film  can  be  described  in  terms  of  an  "effective 
rigid  layer  thickness,"  teff,  which  is  proportional  to  5  (eq.  6).  The  proportionality  constant  a 
can  be  shown  to  be  equal  to  1/2  upon  comparison  of  eqs.  (1)  and  (3).  Therefore,  the  QCM 
can  be  considered  as  responding  to  the  mass  of  the  liquid  confined  within  5/2  of  the  resonator 
surface.  Consequently,  if  the  liquid  film  thickness  exceeds  5  throughout  the  wetting  process, 
the  thickness  of  the  liquid  film  can  be  considered  as  having  a  constant  value  of  5/2.  This  is 
equivalent  to  stating  that  m(r,d)  is  constant  for  all  r.  The  effective  mass  detected  can  be 
described  generally  by  eq.  (7). 


7 


teff  —  5 


(6) 


m  =  teffpL  =  a  5pL 


(7) 


The  work  described  here  is  concerned  with  the  measurement  of  contact  angles  formed 
between  a  fluid  (designated  fluid  2)  and  the  QCM  surface,  which  is  in  contact  with  air  or 
submerged  under  a  different  fluid,  which  are  both  designated  as  fluid  1  (Figure  2).  The 
frequency  change  due  to  the  loading  of  the  QCM  by  a  film  of  fluid  1  (in  the  absence  of 

r~n~ 

another  fluid)  having  a  radius  r  is  given  by  eq  (8),  where  5,  = .  ' — 


^oPl 


,fo  is  the  frequency  of 


the  unloaded  QCM,  and  pi  and  t|  i  are  the  density  and  viscosity  of  fluid  1,  respectively. 


[Figure  2] 


P  re 


(8) 


Consider  a  small  droplet  of  fluid  2  with  a  radius  of  r  and  height  exceeding  5  located  at 
the  center  of  the  QCM  and  surrounded  by  fluid  1,  which  covers  the  remaining  the  QCM 
surface.  The  QCM  frequency  will  differ  from  the  unloaded  value  by  an  amount  A/2,  given 
by  eq.  (9),  where  5^  =  |  and  p2  and  T|2  are  density  and  viscosity  of  fluid  2, 

V  ^oPl 

respectively.  The  term  is  included  here  to  account  for  bare  regions  of  the  quartz  crystal 
beyond  the  electrode  boundaries  which  are  also  covered  with  fluid  1.  Consequently,  the 
frequency  change  accompanying  the  addition  of  a  small  droplet  of  fluid  2  to  the  center  of  a 
QCM  already  immersed  in  fluid  1  is  described  by  eq  (10),  which  is  simply  the  difference 
between  eqs.  (9b)  and  (8).  It  should  be  noted  that  Tq  is  eliminated  in  this  manner,  and 
therefore  is  of  no  consequence  in  the  (X^M  measurements. 

ro  J.2  r  J.2 

A/2  =  -{ J  Kex^{-P^)(x5]Pi(27crdr)  +  j Ke\p(-P-2)ccS2p2(Zrcrdr)}  (9a) 

rt  rp 
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Afi  =  -;ra^-^{5lpl[exp(-y3-j)-exp(-j3%]  +  52p2[l-exp(-j3^)]}  (9b) 

P  re  rg  r| 

2 

Af  =  A/2  -  A/i  =  iiaK^[l  -  exp(-/3-j)][5ipi  -  52P2]  (10) 

P 

The  validity  of  these  expressions  can  be  demonstrated  with  two  special  cases: 

(I)  Fluid  1  is  air,  which  is  displaced  from  the  QCM  surface  by  a  droplet  of  fluid  2  with  radius 
r.  In  this  case  <5iPi=  0,  and  eq.  (10)  simply  becomes  eq.  (11),  which  is  identical  in  form  to 
eq.  (8),  as  well  as  the  expression  for  a  liquid  droplet  in  contact  with  the  QCM  derived 
previously  (eq.  9,  ref.  6a).  In  the  limit  r  =  »,  that  is,  with  the  entire  QCM  surface  covered 
with  a  fluid  2  having  a  thickness  exceeding  5i,  eq  (1 1)  becomes  identical  to  eq  (3). 

2  ;.2 

Af  =  -jrad2p2K^[l-exp(-p-iY)]  (11) 

(II)  Fluid  2  is  a  small  air  bubble  in  contact  with  the  QCM  surface,  submerged  beneath  fluid 
1.  In  this  case,  d2P2  =  0,  and  eq.  (10)  becomes  eq  (12).  If  the  air  bubble  covers  the  entire 
QCM  surface  the  frequency  of  the  QCM  will  increase  by  an  amount  equivalent  to  the 
decrease  observed  from  liquid  loading  (eq  8). 

2 

Af  =  TvaSiPiK^n  -  exp(-^^)]  (12) 

P  r^ 

These  expressions  illustrate  that,  if  the  densities  and  viscosities  of  the  two  fluids  and 
the  constants  for  the  QCM  are  known,  the  contact  radius  of  a  droplet  of  fluid  2  can  be 
determined  from  the  frequency  change.  The  expressions  can  be  simplified  further  by  using 
droplets  of  fluid  2  whose  size  is  smaller  than  those  of  the  QCM  electrodes.  In  this  case  eq. 
(10)  can  be  simplified  to  eq.  (13)  (r  «  rg  and  e*^  *  1-x  for  x«l),  where  C  =  -j:aK52p2' 
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This  is  simply  equivalent  to  stating  that  in  the  vicinity  of  r  =  0  the  sensitivity  function  is 
relatively  flat,  and  therefore  the  exponential  character  can  be  disregarded. 


A/  =  naKi5]pi  -  52p2)r^ 


(13a) 


A/  =  C(1- 


^[^2 


(13b) 


If(5iPi“  0  (fluid  1  is  air),  eq.  (13)  simply  becomes  eq.  (14).  This  enables 
determination  of  the  constant  C  by  a  simple  procedure  in  which  the  volume  of  a  small  droplet 
of  fluid  2  forming  a  known,  well-defined  contact  angle  with  the  solid  surface  is  varied  while 
measuring  Af.  The  volume  of  the  droplet,  V^,  contacting  the  solid  surface  is  given  by  eq. 
(15),  where  R  is  the  radius  of  curvature  and  0  is  the  sessile  contact  angle  formed  between 
fluid  2  and  the  solid  surface.  The  contact  radius  r  is  given  by  r  =  Rsin0,  which  upon 
substitution  into  eq.  (15)  and  rearrangement  affords  eq.  (16).  Consequently,  if  Vd  and  0  are 
known  the  interfacial  radius  r  can  be  determined.  The  value  of  C  determined  in  this  manner 
for  a  5  MHz  overtone  polished  QCM  varied  somewhat  from  crystal  to  crystal,  ranging  from 
-75  to  -1 15  Hz/mm2  for  water  droplets  in  air  (Figure  3), 


[Figure  3] 

A/  =  Cr^  (14) 

Vj  =  i;r/?^(2-3cos0  +  cos^  0)  (15) 

r^(2-3cos0-t-cos^0)^''^-|^^^j  (l-cos^0)  =  O  (16a) 
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(l-cos'0) 


(2-3COS0  +  COS  6) 


(16b) 


Determination  of  contact  angles  in  air.  Inspection  of  eq.  (16)  reveals  that  if  the  interfacial 
contact  radius  and  droplet  volume  are  known,  9  can  be  determined.  Using  eq.  (14),  the 
relationship  of  the  frequency  change  to  0  formed  by  a  small  fluid  droplet  is  given  by  eq.  (17). 


A/  =  C 


— -  I  (1  -  cos^  6) 


(2-3cos9  +  cos'  df 


This  can  be  demonstrated  by  measurement  of  the  contact  angles  formed  between 
drops  of  1.0  M  Na2S04  and  the  QCM  gold  electrodes,  whose  surface  energies  are  varied  by 
modification  with  organosulfur  monolayers.  Solutions  of  Na2S04  were  chosen  to 
demonstrate  generality  as  the  calibration  procedure  was  performed  with  pure  deionized 
water;  a  1.0  M  Na2S04  aqueous  solution  has  nearly  the  same  surface  tension  as  pure  water 
but  it  has  different  viscosity  and  density  values  (pt]  =  1.81  cp  g  cm-3).i8  The  surface 
energies  of  the  organosulfur  monolayers  were  varied  by  controlling  their  composition  with 
respect  to  the  amounts  of  HS(CH2)i5CH3  and  HS(CH2)i60H  on  the  surface.  Introduction  of 
a  2  liL  drop  of  1.0  M  Na2S04  to  the  center  of  the  QCM  resulted  in  a  decrease  of  resonant 
frequency,  with  Af  ranging  from  -70  to  -270  Hz  (Table  1).  The  magnitude  of  the  frequency 
shift  increased  with  increasing  surface  energy  (i.e.,  an  increase  in  the  amount  of  surface  OH), 
consistent  with  increasing  contact  area  between  the  droplet  and  the  surface.  The  contact 
angles  were  deduced  from  the  measured  Af  with  the  Newton-Raphson  method  applied  to  eq. 
(17),  which  provides  the  best  numerical  fit  for  Af  and  values  of  C  (Table  2).  The 
calculations  were  performed  with  C  values  measured  specifically  for  the  quartz  resonator  on 
which  the  contact  angles  were  measured,  as  well  as  with  a  C  value  obtained  from  averaging 
numerous  resonators  (84.6  Hz/mm^).  The  contact  angles  measured  in  this  manner  were  in 
very  good  agreement  with  those  determined  by  optical  goniometry.  Although  a  slightly 


11 


better  agreement  was  obtained  for  the  QCM  by  using  the  individually  determined  C,  it  is 
more  convenient  to  use  the  averaged  value  of  C.  Similar  experiments  performed  using 
hexadecane  (prj  =  2.572  cP  g  cm'^)  gave  good  agreement  with  optical  goniometry  (Table  3). 


[Table  1] 
[Table  2] 
[Table  3] 


Determination  of  contact  angles  in  a  fluid  medium.  When  hexadecane  (HD)  was  added  to 
completely  cover  the  upper  side  of  a  QCM  modified  with  organosulfur  monolayers  a 
frequency  decrease,  as  expected  from  eq.  (3),  was  observed.  When  a  2  |iL  droplet  of  water 
was  placed  on  the  center  of  the  QCM  so  as  to  displace  an  equal  volume  of  HD  from  that 
region,  the  frequency  increased  by  an  amount  that  depended  upon  the  monolayer  surface 
energy  (Table  1).  The  frequency  increase  upon  adding  the  aqueous  droplet  can  be  attributed 
to  the  smaller  viscosity  of  water.  The  contact  angle  formed  between  the  water  droplet  and  the 
(3CM  surface  was  calculated  from  Af  using  the  Newton-Raphson  method  applied  to  eq.  (18), 
which  is  a  modified  form  of  equation  (17)  that  accounts  for  the  difference  between  the 
densities  and  viscosities  of  the  two  fluids. 


A/  =  C(1- 


f 

y = c 

V 


1- 


1  ^  J 

2/3 

1  (l-cos^0) 

VP2^2  J 

l(2-3cos0  +  cos^0)^'' 

(18) 


[Table  3] 


According  to  eq.  (18),  the  frequency  change  is  sensitive  to 


4mi 


and  the  solid 


surface  energy  (described  in  terms  of  cosO),  the  latter  affecting  the  interfacial  contact  radius. 
The  sensitivity  of  Af  to  changes  in  0  decreases  as  the  value  of  approaches  one 
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(Figure  4).  The  magnitude  of  Af  also  decreases  as  0  increases  owing  to  the  smaller  interfacial 

area  displaced  by  the  water  droplet.  Assuming  a  typical  detection  limit  of  1  Hz  for  a  5  MHz 

resonator  and  a  contact  angle  for  a  2  pL  water  droplet  (fluid  2)  of  0  =  140*,  reliable 

measurements  can  be  made  only  if  <  0.95  or  >  1.05.  The  accuracy  of  these 

yP2^2  ^jp2^2 

measurements  can  be  influenced  by  various  experimental  factors.  Errors  due  to  frequency 
instabilities  are  assumed  to  be  small  becaues  it  is  a  frequency  change  that  is  measured,  and 
this  is  performed  over  a  short  time  scale  in  which  the  frequency  is  accurate  to  within  ±  1  Hz. 
Errors  due  to  inaccurate  drop  volumes  are  also  expected  to  be  small.  The  values  of  0  are 
influenced  slightly  by  errors  in  the  drop  volume  Vd,  although  the  magnitude  of  the  error 
depends  upon  the  value  of  0.  A  10%  error  in  Vd  results  in  errors  of  ±P  and  ±4°  at  0  =  140® 
and  80®,  respectively.  Similar  errors  at  these  0  values  result  if  piqi  or  p2T|2  varies  by 

±10%. 


[Figure  4] 

Influence  of  surfactants.  The  sensitivity  of  the  QCM  to  changes  in  contact  angle  can  be 
further  illustrated  by  measurements  performed  for  aqueous  droplets  containing  various 
concentrations  of  sodium  dodecyl  sulfate  (SDS).  Increasing  concentration  of  SDS  in  the 
aqueous  phase  will  result  in  a  decreasing  surface  tension  of  the  air-water  or  the  HD-water 
interface  and  a  corresponding  increase  in  the  areas  of  these  interfaces  and  decrease  in  the 
contact  angles.  Consequently,  the  contact  area  between  the  aqueous  droplet  and  the  QCM 
will  increase,  and  the  magnitude  of  Af  will  increase  with  increasing  SDS  concentration 
(becoming  more  negative  for  air-water  and  more  negative  for  HD-water).  Indeed,  the  contact 
angles  measured  with  the  QCM  decrease  monotonically  with  increasmg  SDS  concentration 
in  a  manner  identical  to  that  measured  by  optical  goniometry  (Table  4,  Figure  5).  This 
decrease  continues  until  the  SDS  concentration  reaches  approximately  »  8  mM,  which  is 
surmised  to  be  indicative  of  the  CMC  for  SDS  (the  reported  CMC  is  8.2  mM^^)  Recently,  a 
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QCM-based  method  for  determining  the  CMC  of  ionic  surfactants  was  reported  which  was 
based  on  the  influence  of  solution  conductivity  from  the  ionic  species  on  the  QCM 
frequency.  However,  the  method  described  here  can  be  used  for  both  ionic  and  non-ionic 
surfactants. 


[Table  4] 

[Figure  5] 

To  further  illustrate  the  capabilities  of  the  QCM,  the  measured  contact  angles  under 
HD  can  be  expressed  in  terms  of  their  relationship  to  the  HD- water  interfacial  tension.  There 
are  a  variety  of  methods  to  determine  surface  tension  of  a  liquid-air  interface,^2  and  many  of 
them  can  be  modified  for  measurements  of  interfacial  energy  between  two  immiscible 
liquids.20-21.22  Por  example,  the  Wilhelmy  plate  method,  which  is  convenient  for  measuring 
the  surface  tension  of  a  liquid-air  interface,23  can  be  used  for  this  purpose.  The  interfacial 
energy  between  two  liquids  can  be  determined  from  Young's  equation  if  the  contact  angles 
01  and  02,  corresponding  to  the  contact  angles  formed  between  a  solid  surface  and  fluids  1 
and  2  in  air,  respectively,  and  the  surface  energies  Ys,air.  Yl.air.  and  Y2,air  are  known.  The 
Young's  equations  for  the  respective  fluids  are  given  by  eqs.  (19a)  and  (19b).  If  the  solid 
surface  is  identical  in  both  cases,  these  equations  can  be  combined  into  eq  (20)  by 
eliminating  Ys,air- 

Ys,air  =  Yl,airCOS01 +Yl,s 

Ys,air  =  Y2,air  COS02  +  Y2,s  ( 19b) 

Yi  ,air  COS0 1  +  Yl  ,s  =  YZ.air  COS02  +  Y2,s  (20) 

If  the  contact  angle  defined  by  two  fluids  at  the  fluid-substrate  interface  is  defined  as 
03,  the  interfacial  energy  Yl,s  is  given  by  eq  (21).  If  the  contact  angles  01, 02.  03»  and  the 
surface  tensions  Yl.air.  Y2,air  are  known,  the  energy  of  the  liquid-liquid  interface  Yl,2  can  be 
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deduced  using  eq  (22).  These  expressions  neglect  the  disjoining  pressure  of  the  adsorbed 
liquid  film,  and  the  three-phase  contact  line  tension,  which  might  cause  errors  but  generally 
are  negligible. 


Yl,s  =  Yl.2COs93  +  Y2.s 

(21) 

Yl,2COS03  =  Yl.air  COS01  -  Y2,air  COS02 

(22) 

The  surface  tension  of  water  (yz.air)  and  hexadecane  (Yi,air)  and  their  interfacial 
energy  (Yl,2)  at  20°C  are  reported  to  be  72.8,  30.0  and  52.1  dynes/cm,  respectively .^5  The 
interfacial  energy  of  the  hexadecane- water  interface,  calculated  from  contact  angles 
measured  with  the  QCM  using  eqs.  (18)  and  (22),  was  51.4  dynes/cm.  This  value  also  was  in 
good  agreement  with  the  value  determined  from  the  contact  angle  measured  by  optical 
goniometry  (50.4  dynes/cm).  Furthermore  values  of  Yl,2  determined  in  this  manner  at 
different  SDS  concentrations  exhibit  the  pronounced  change  in  slope  at  approximately  8  mM 
with  a  limiting  value  of  Yl,2  =16  dynes/cm.  This  value  was  constant  for  measurements 
performed  at  SDS  concentrations  above  8  mM  and  up  to  20  mM,  the  highest  concentration 
examined. 

Conclusions 

The  dependence  of  the  QCM  resonant  frequency  on  the  area  of  contact  between  a 
liquid  droplet  and  the  (3CM  surface,  and  its  sensitivity  to  differences  in  densities  and 
viscosities  of  different  fluids,  enables  direct  determination  of  contact  angles  of  liquid  droplets 
formed  on  the  (y^M  surface.  These  measurements  can  be  performed  under  air  or  under 
another  fluid  which  is  immiscible  with  the  liquid  under  examination,  with  precision  that  is 
comparable  to  that  of  optical  goniometry.  This  capability  can  provide  estimates  of  the 
critical  micelle  concentrations  of  surfactants.  The  ability  to  perform  these  measurements 
with  a  QCM  may  be  advantageous  when  solution  opacity  or  small  differences  in  refractive 
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indices  of  the  two  fluid  phases  interferes  with  optical  measurement  of  contact  angles.  We 
also  anticipate  that  the  well  demonstrated  ability  to  use  the  QCM  electrode  as  a  working 
electrode  in  an  electrochemical  cell  can  be  exploited  to  examine  changes  in  surface  tension 
that  may  accompany  electrochemical  processes. 
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Table  1.  Changes  in  the  resonant  frequency,  Af,  resulting  from  addition  of  a  2  ^iL  drop  of 
deionized  water  to  the  center  of  the  QCM  on  various  monolayer  modified  surfaces  in  air  and 
in  hexadecane  (HD). 


a  Nominal  composition  based  on  relative  amounts  of  HS(CH2)i5CH3  and  HS(CH2)i60H  in 
the  ethanol  solutions  used  to  prepare  the  monolayers. 


Table  2.  Comparison  of  contact  angles  measured  with  different  methods  for  1.0  M  Na2S04 
drops  on  various  organosulfur  monolayer  surfaces. 


QCM 

107*  (±  20) 
91°  (±  20) 
68°  (±  30) 
57°  (±  10) 
41° (±  10) 
27°  (±  50) 


107°  (±  20) 
84°  (±  20) 
68°  (±  30) 
61°  (±  20) 
43°  (±  10) 
16°  (±  30) 


107°  (±  10) 
90°  (±  10) 
70°  (±  20) 
52°  (±  10) 
42°  (±  20) 
24°  (±  10) 


®  Nominal  composition  based  on  relative  amounts  of  HS(CH2)i5CH3  and  HS(CH2)i60H  in 
the  ethanol  solutions  used  to  prepare  the  monolayers.  single  C  value  of  84.6  Hz/mm^, 
determined  from  the  mean  of  the  C  values  for  the  individual  resonators  in  the  first  column, 
was  used  to  calculate  the  contact  angle. 


Table  3.  Comparison  of  contact  angles  measured  with  different  methods  for  hexadecane 
drops  on  various  organosulfur  monolayer  surfaces. 


Surface  (CH2:Oma  Q£M 

10:0  38“  (±  10) 

7:3  32“  (±  20) 

5:5  7“(±  10) 


Goniometer 
42“  (±  10) 
28“  (±  10) 
4“  (±  30) 


^  Nominal  composition  based  on  relative  amounts  of  HS(CH2)i5CH3  and  HS(CH2)i60H  in 
the  ethanol  solutions  used  to  prepare  the  monolayers. 


Table  4.  Contact  angles  between  aqueous  sodium  dodecyl  sulfate  (SDS)  solutions  (fluid  2) 
and  various  monolayers  under  hexadecane  (fluid  1). 


■SiiVAMIKia 

147“  (148“) 

142“  (139“) 

139“  (132“) 

128“  (127“) 

7:3 

137“  (135“) 

133“  (127“) 

121“  (123“) 

101“(115“) 

5:5 

134“  (128“) 

128“  (124“) 

120“(117“) 

111“  (95“) 

4:6 

101“  (93“) 

86“  (79“) 

81“  (76“) 

68“  (65“) 

2:8 

67“  (62“) 

41“  (32“) 

31.6“  (26“) 

23“  (17“) 

0:10 

25“  (27“) 

23“  (23“) 

16.7“  (20“) 

16“  (14“) 

®  Nominal  composition  based  on  relative  amounts  of  HS(CH2)i5CH3  and  HS(CH2)i60H  in 
the  ethanol  solutions  used  to  prepare  the  monolayers.  Values  outside  parentheses  were 
measured  with  the  QCM,  inside  parentheses  were  measured  with  an  optical  goniometry. 


Figure  captions 


Figure  1.  Schematic  representation  of  the  experimental  QCM  apparatus  for  determination  of 
contact  angles  and  surface  tensions. 

Figure  2.  (a)  Schematic  representation  of  a  single  fluid  system  covering  the  entire  surface  of 
the  QCM.  The  dimension  extends  from  the  center  of  the  quartz  crystal  and  its  electrodes 
to  the  regions  beyond  the  electrode  boundaries  where  shear  motion  of  the  quartz  crystal  is 
negligible,  (b)  Schematic  representation  of  a  droplet  of  fluid  2  which  has  displaced  an  equal 
volume  of  fluid  1  at  the  center  of  the  QCM.  (c)  Schematic  representation  of  the  relevant 
interfaces  formed  between  the  two  fluid  phases  and  the  solid  substrate. 

Figure  3.  Plot  of  Af  vs.  for  determination  of  the  constant  C  (eq.  17),  which  is  used  for 
sessile  contact  angle  measurements  with  the  QCM.  These  data  were  acquired  on  an 
organosulfur  monolayer  formed  from  an  ethanol  solution  with 
[HS(CH2)i5CH3]:[HS(CH2)i60H]  =7:3,  for  which  a  sessile  contact  angle  of  90°  was 
measured  for  deionized  water.  The  slope  of  this  data  is  -82.1  Hz/mm^,  with  the  goodness- 
of-fit  of  0.999. 


Figure  4.  (a)  Calculated  QCM  frequency  changes  due  to  differences  in  viscosity  and  density 


for  a  two-fluid  system.  The  values  were  calculated  for  a  2  |xL  water  droplet  (fluid  2,  ti2,  P2) 


for  sessile  contact  angles  in  the  range  9  =  30°  -  140°. 


The  left  side  of  the  plot  at 


0 


is  representative  of  the  changes  in  Af  upon  introduction  of  the  water  droplet  to  the  (^M 
under  air,  whereas  =  1.20  for  introduction  of  the  water  droplet  to  the  QCM  under 

HD.  (b)  Magnification  of  the  region  in  the  center  of  (a)  illustrating  the  small  frequency 
shifts  expected  for  liquids  with  small  differences  in  viscosity  and  density.  Assuming  a  QCM 


detection  limit  for  Af  of  1  Hz  and  the  largest  contact  angle  depicted  here  (0 
must  be  smaller  than  0.95  or  greater  than  1.05. 

Figure  5.  (a)  Dependence  of  the  sessile  contact  angles  on  SDS  concentration  for  a  water 
droplet  under  air  determined  by  the  QCM  data  (□)  and  by  optical  goniometry  (■).  (b) 
Dependence  of  the  sessile  contact  angles  on  SDS  concentration  for  a  water  droplet  under  HD 
determined  by  the  QCM  data  (O)  and  by  optical  goniometry  (■).  (c)  The  surface  tensions 
(yi  2)  calculated  from  the  contact  angles  measured  with  the  QCM  for  a  water  droplet  under 
HD.  The  data  suggest  a  limiting  value  at  approximately  8  mM,  which  is  near  the  reported 
value  of  the  CMC  for  SDS.  This  value  was  constant  for  measurements  performed  at  SDS 
concentrations  above  8  mM  and  up  to  20  mM,  the  highest  concentration  examined.  All  data 
were  obtained  on  low  surface  energy  monolayers  prepared  from  HS(CH2)i5CH3. 
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